Improved determination of beta-glucuronidase in serum.
With phenolphthalein beta-glucuronide as the substrate in the serum beta-glucuronidase assay, centrifugation at high speed after addition of alkali was required to minimize blanks. Optimal substrate concentration was 3--6 mM. Excess substrate was inhibitory.